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SPECIFIC ATIONS 

Carrier Frequency. ....-.- eee eee eee r cere er cree 60 to 80 megacycles 
Modulating Frequencies 

Radio Frequency (Horizontal Linearity).....-..--- 113 to 172 KC 

Low Frequency (Vertical Linearity).........----++ 480 cps. (Approx. ) 
Output Voltage... 6... eee eee eee eee nett 100,000 microvolts 
TUDE). eck os 8 PEER BORDERS 6 ERE Ree e ee wnt ee CeBIT 12AT7 
Power Supply........ cece cere ee eee rece e neers Transformer operated half-wave 

selenium rectifier 

Power Requirements......----.seesee eee errr eres 105-125 volts, 50-60 cycles AC 
DimenSions........0: cece eee ee cece eee renee renee 8 1/8" wide, 4 3/8" high, 4 7/8" deep 


Shipping Weight........--.-. esse eee eee reer reece 6 lbs. 
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